
Premarket Notification 510( k) Summary 
As required by section 807.92 

Datex-Qhmeda S/Sm Critical Care Monitor with 1-ICUO2 and L-ICUOPA software 

GENERAL COMPANY INFORMATION as required by 807,92(a)(11 

COMPANY NAMEIADDRESS/PHONE/FAX: 

Datex-Ohmeda 
56 Pilgrim Road 
Needham, MA 02492 USA 
Tel: 781-149-8685 
Fax: 78 1-433-1344 

NAME OF CONTACT 

M i .  Joel Kent 

DATE: 
July 20, 2002 

DEVICE NAME as resuired by 807.92(a1(2) 

TRADE NAME: 

Datex-Ohme& S/Sm Critical Care Monitor with L-ICUO2 and L-IW02A software 

COMMON NAME: 

Patient Monitor 

CLASSIFICATION NAME: 

The followhr: Class 111 classification apDears au~licable: 

DSI Arrhythmia detector & alarm 870.1025 
MLD Monitor ST-segment & alarm 870.1025 

NAME OF LEGALLY MARKETED DEVICE FOR WHlCH A CLAIM OF SUBSTANTIAL 
EOUIVALENCE IS MADE as required bv 807.92(aM3) 

The Datex-Ohmeda S/5m Critical Care Monitor with L-ICUO2 and LICUOZA softwwe is 
substantially equivalent to the predicate Datex-Ohmeda CS/3TM Critical Care Monitor with S- 
ICU94[A) software QS000168). 



DEVICE DESCRIPTION as required bv 807.921aX4) 

The intended use and indications for use fOT the modified device, Datex-Ohmeda S/Sm 
Critical Care Monitor with L-ICUO2 and L-ICUMA software is simhr as the predicate 
Datex-Ohmeda CS/37M Critical Care Monitor with S-ICU99(A) software {IC0001 68). 

There has been no change to the fundamental scientific technology from the predicate 

The device description of the Datex-Ohmeda S/Sm Qitical Care Monitor with L-ICUQ2 
and L-ICU02A software is as follows: 

The S / S M  Critical Care Monitor is a patient monitor, which displays the measurement of 
patient physiological parameters in the hospital setting. Tbe rncasurement of patient 
physiological parameters is accomplished by specialized measurement modules which, 
when plugged into the h n e ,  allow the modules to communicate with the monitor. The 
care giver can select from a variety of available measuernents (parameters} and apply 
those parameters that are best suited to patient care. Modules perform the fimctions of 
parameter measurement and minor data processing. The S15m Critical Care Monitor 
displays parameters on screen, signals alarms and perfarms advanced data processing. 
TheTe are two software options available for the S/5 Critical Cere Monitor with L-ICUO2 
and L-ICUDZA. 

LICUOZA is equipped with extended arrhythmia analysis capability. Other than 
arrhythmia analysis capabilities, this software option is identical to L-ICUO2. 

The modifications to the device are: 
1. 

2. 

3. 
4. 

5.  

6. 

7. 
8 .  
9. 
10. 

11. 

12. 
13. 

14. 

Improved Central Processing Unit Board, 3-CPUS, with increased memory 
capability. 
Jmproved Universal Peripheral Interface Board, B-UPI4NET, which is a 
combination of the previous B-UP1 and E-NET boards. 
Rotating of the “CornWheel” now scrolls through different trend pages. 
Technical alarms such as ‘’Sp02 probe off’, “Leads off” (ECG), and ”Px No 
transducer“ (InvBP) transferred to the Central Station. 
Changed to include support for alarm silencing and alarm limits adjustment 
from Central Station. 
The alarm priority of “X module removed” message has been increased from 
note level to yellow level. 
Software can additionally send request for recording to Central Station. 
Standby information is additionally sent to Central Station. 
Snapshot printing speed 25 d s  has been added. 
Mean Merial  Pressure value replaces 0 2  FI value in vital parameters numerical 
trend. 
The NMT cycle time selections have been changed to be: 
20 s I 1  & I 5  min/ 15 mint 30 min/ 60 mint 120min. 
Lifetime of an old NIBP value has been changed fiom 60 min to 245 min. 
Support for M-BIS (Bispectral Index) module has been added. M-BIS is the 
subject of a separate 510@) premarket notification 
Support for the M-miniC (C02 module) module has been added. The Mini C02 
module M-miniC is the subject of a separate 5 10G) premarket notification. 
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1s. Support for the N-DIS external device interfacing modules for interfacing of the 
following device categories: ventilatordanesthesia machines, stand-alone 
monitors, blood gas analyzers and heart-lung machines has been added. The N- 
DIS modules is the subject of a separate 510(k) premarket notification. 
Uses arrhythmia analysis version which has an improved vfib algorithm 
compared to a r r h m  analysis version submitted in the predicate 5 lo@). 

16. 

The S/STM Critical Care Monitor with L-ICUOZ and L-ICU02A uses several types of plug- 
in measurement modules. Modules are the subject of separate 51O(k)’s and are not part of 
this notification. 
The S/5TM Critical Care Monitor with L-ICUOZ and L-ICru02A is typically furnished with 
a module that measures ECG, invasive and non-invasive blood pressures, pulse oximeby 
and temperature. Modules are placed in the USTM monitor frame and are automatically 
recognized by the monitor. The patient cabIes are connected to the module plug in jacks 
and then monitoring can begin. The S/STM Critical Care Monitor with L-ICUOZ and L- 
ICUOZA can display measurements in the form of numeric values, traces and trends. 
Audible and visual alarms are used to indicate patient status. The priority profile of an 
alarm depends on the parameter. The S/Sm Critical Care Monitor with L-ICUO2 and L- 
IcU02A is operated by a keyboard. Typically pressing a key results in a pop up menu 
appearing on the screen Selections can then be made easily from the menu using a unique 
ergonomically designed pointing .device on the keyboard called a ComWheelTM. The 
so€tware L-ICUO2 and L-ICUO2A perform some module related tasks like anhythma 
analysis, ST-values calculation, heart rate calculation, impedance and respiration rate 
calculation, energy expenditure calculation, drug calculation, EEG spectmm analysis and 
evoked potential response averaging. All the module communication is also handled in the 
main software. There are various optional types of keyboards, some are like standaTd 
keyboards and another is a hand-held Remote controller [K-REMCO) which is still directly 
connected to the 
in controlling the monitor while the doctor or nurse is handling other patient care needs. 
The S/Sm Critical Care Monitor can be in a stand-alone or networked configuration. If 
networked, measurements are sent to the network for centcal station or monitor-to-monitor 
viewing. Trends can also be sent via a network to a central computer for archiving. 

Critical Care Monitor via a long cord but provides more flexibility 

INTENDED USE BS required by 807.92(aM51 

Intended use: 
The S/Sm Critical Care Monitor with L-ICXJOZ and L-ICUO2A is intended for 
multiparameter patient monitoring. 

ln&cations for use: 
The S/SfM Critical Care Monitor with L-ICUO2 and L-ICU02A software is indicated for 
monitoring of hemodynamic (hcluding arrhyhma and ST-segment analysis), respiratory, 
ventilatory, gastrohtestinalhegional perfusion, Bispectral index (BIS), and 
neurophysiological status of all hospital patients. The S/5TM Critical Care Monitor with L- 
ICU02 and L-ICUOZA software when using EIS is for monitoring the state of the brain by 
data acquisition and processing of electroencephalograph signals and may be used as an aid 
in monitoring the effects of certain anesthetic agents*. f*Gan TJ, Glass P, Windsor A, 
Payne F, Rosow C, Sebel P, Manberg P. Bispectral Index Monitoring Allows FasteT 
Emergence and Improved Recovery fkom Propofol, Alferrtanil and Nitrous Oxide 
Anesthesia. Anesthesiology, October 1997; (4) 87:808-15.) The S / F M  Crjtical Care 
Monitor with L-ICUOZ and L-ICUOZA software is indicated for use by qualified medical 
personnel only. 



Page 4 of5 

k62\3? 6 

SUMMARY OF TECHNOLOGICAL CHARACTERITICS OF DEVICE COMPARED TO THE 
PREDICATE DEVICE as rewired by 807.92laY6) , 

'The Datex-Ohmeda S/5m Critical Care Monitor with L-ICUOZ and L-ICU02A software is 
substantially equivalent to the predicate Datex-Ohmeda CS/3TM Critical Care Monitor with 
S-ICUS)s)(A) sofhvare (K000168). 

The S/5m Critical Care Monitor with L-ICUOZ and L-ICUOZA software is indicated for 
monitoring of hemodynamic (including arrhythmia and ST-segment analysis), respiratory, 
ventilatory, gastrointestinal/regionaI perfusion, Bispectral index (BIS), and 
neurophysiological status of all hospital patients. The S/STM Critical Care Monitor with L 
ICU02 and L-ICU02A software when using BIS is for monitoring the state of the brain by 
data acquisition and processing of electroencephalograph signals and may be used as an aid 
in monitoring the effects of certain anesthetic agents*. (%an TJ, Glass P, Windsor A, 
fayne F, Rosow C, Sebel P, Manberg P. Bispectral Index Monitoring Allows Faster 
Emergence and Improved Recovery from Propofol, Alfentanil and Nitrous Oxide 
Anesthesia. Anesthesiology, October 1997; (4) 87:808-15.) The S/Sm Critical Care . 
Monitor with L-ICUOZ and L-IcUO2A software is indicated for use by qualified medical 
personnel only. There are two software options available for the S/5TM Critical Care 
Monitor: L-IczT02 and L-IcUO2A (collectively referred to as L-ICUOZ(A) ). (Note: L- 
refers to software license). Only one s o b a r e  can be used at any given time in the monitor. 
The software is preloaded in the factory. The new device with different software options, 
S/STM Critical Care Monitor with LICUO2 and L-ICU02A, is compared to predicates as 
outlined below. The basic model of the monitor is the S/5M Critical Care Monitor with L- 
ICUOZ, which is a new revision of the predicate devices, CS/3m Critical Care Monitor 
with S-ICU99 (K000168). The S I S W  Critical Care Monitor with L-I(szT02 m y  be 
equipped with extended bedside arrhythmia analysis capability and in this case the monitor 
is called S / ! F  Critical Care Monitor with L-ICU02A. The arrhythmia analysis 
functionality of the USTM Critical Care Monitor with L-ICU02A is substantially equivalent 
to the functionality of the predicate device CS/3TH CriticaI Care Monitor with S-ICL199A 
(K000168). The S / P  Critical Care Monitor with L-ICUO2 and L-ICU02A is a modular 
multiparameter patient monitor providing connections to measurement modules. The 
general construction, indications for use and intended use of the S/Sm Critical Care 
Monitor with L-ICUO2 and L-ICU02A are similar compared to the predicate CS/3m 
Critical Care Monitor with S-ICU49(A) (KOOOL68). 

Based on the above and a detailed analysis in other documentation included in this 510(k) 
notification it is evident that the main features and indications €or use of the S/5m Critical 
Care Monitor with L-XU02 and L-ICUOZA softwate is substantially equivalent to the 
predicate CS/3rM Critical Care Monitor with S-ICU99(A) software (KO001 68).. 
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SUMMARY OF NONCLINICAL TESTING FOR THE DEVICE and CONCLUSIONS as reauired by 
8 0 7 . 9 2 ( b ) ( m  

The Datex-Ohmeda S / 9 M  Critical Care Monitor with L-ICUOZ and I.-ICUOZA software complies 
with the safety standards below and is therefore safe and effective for the intended use. The device 
has been thoroughly tested including electrical safety, electromagnetic compatibility, mechanical 
and environmental tolerance, software validation and verification of specifications. Verification 
of compliance with the fallowing mandatory and voluntary standards has been made: 
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IEC 60601-1:1988+ Amdt.:1:1991 +Amdt. 2:1995 

CAN/CSA-C22.2 No.601.1-M90 +S1:1994+Amdt. 2:1998 
EN 60601-1: 1990 + AI :1993+A2:1995+A13:1996 

IEC 60601-2-27: 1994/EN 60601-2-27: 1994 
IEC 60601-2-30: 1995/EN 60601-2-30:1995 
IEC 60601-2-34:1994/EN 60601-2-34: 1994 
IEC 60601-2-40: 1998 
IEC 60601-1-2( 1993)EN 60601-1 -2 
IEC 60601-1-4: 1996+Amdt. 1: 1999EN 60601-1-4 
IS0 9918:1993/EN 864: 1996 
IS0 9919: 1992/EN865:1997 
IS0 7767: 1997/EN12598: 1999 
IEC 601-2-10:1987/HD 395.2,10:1988 + h1:2000 
IEC 60601 -2-26: 1994LEN606Ol-2-26 
IEC 60068-2 
UL2601-1:1997 
ANSUAAMI ES- 1 : 1993 
ANSVAAMI EC57: 1998 
FDA 21 CFR 898.12 

Conclusion: 
The summary above shows that there are no new questions of safety and effectiveness for the 
Datex-Ohmeda S/5m Critical Care Monitor with L-ICUO2 and L-ICU02A software as compared 
to the predicate device. 










